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A Fast, Automatic Printer 
For Digital Type Data Devices 



L\ST year -hp- introduced a high-speed digi- 
t tal recorder"^ which automatically printed 
the measurements made by -hp- frequency 
counters* The recorder was arranged to print 
numbers of up to II columns (digits) on add- 
ing machine tape at rates up 
to 5 complete print-outs per 
second and thus considerably 



SE£ ALSO: 

Jfonslstoriied 

power mppiy^ p- 4 



increased the speed and ease with which fre- 
quency measurements could be recorded- 

Introduction of this recorder for frequency 
counters uncovered a need for a print-out in- 
strument with the same high speed, simplicity 
and reliability of mechanism, and low required 
signal power but one which would be capable 
of operating with other types of digital data 
devices, A second version of the recorder has 
therefore been designed to permit fast print- 
outs from other devices that gather data in 
digital form. Where the first recorder was de- 




ri^. L -hp- Mfffiel 5/5 J /I printer prrntdes fasi pHtft-ouh 
for digital {iata devkejt stab ^i digit itl voltmcUn, anaUig- 
digital t&titerten, etc., ibtit l^rotidt^ an oatpftt in 10- wire 
cnde fomt. Print-ouis can he made of i 1 iohtmtts at rates 
lip to 5 lines per secottti^ 



signed to operate from a staircase code, the sec- 
ond is designed to operate from 10-wire codes. 
It is thus especially valuable for use with digi- 
tal voltmeters but can also be used with analog- 
digital converters, remote readout units, fre- 
quency counters with 10- wire outputs, shaft 
encoders, lO-lampor 10-eIement systems, step- 
ping switches, mechanical counters with com- 
mutact)rs, relay and diode matrices* etc., tcj 
print digitized measurements of voltage, cur- 
rent, pressure, acceleration, flow, deflection 
and other tjuantities. 

Although the new printer is arranged to 
operate with devices that provide their outputs 
in the form of 10-wire codes, this often includes 
devices that internally employ other codes, 
since such devices are generally usable with 
suitable output translators for readout pur- 

'AUn S liaglry md Ed A. HiU jr. A fmi Disii*tl RfronUr -^if/i Analog 
Output ,hr Aulitm^ttic Dfjta Fluitins, U^wkiuVsxkiud Jimrmil. VoL S, 
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Fig, 1. Typical print-out ohtmttable tvhen using printer 

with digital voltmeter. Left-hand column has heen pro- 
grammed tf/ i fid it ate source of reading* hut if a mixture of 
"— and — readings were io he ohtuiued* tfyis or another 
column could he used to identify reading polarity. Special 
symhoh can also he provided. Print-outs are made on ?~ 
inch adding machine tape. 
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continuously-run nin^^ 
mot on The wheel 
shaft then begins co 
rota re and, owing to 
the friction coupling 
between the number 
wheels and the wheel 
shaft, the number 
wheels also begin to 
rotate. As the wheels 
rotate, each w^heel 
brush scans the indi- 
vidual commutator 
sei;menci until the seg- 
ment is reached ihii 
contains the code volt- 
age. This voltage is ap- 
1 plied through the 
[ brush to a sensing tube 
grid, cutting oflF the 
tube and releasing the 
solenoid in its plate 
Fig, 3, Basic eleciro^mechamcal dirrangemefU of Aiodel circuit. This action re - 
561 A printer with in p tit c^mjectiotis indie afed for one print l^^^^s a pawl which 
wheel. Ail eleven wheels are mounted on $ame ^htiff, Privt- / ' . , 

outs can he iniiidted by negittive transient applied to "Print ^^^V^ Against the ri^m- 
Command** ierminal or hy external contact closure indicated ber wheel, locking the 
by dashed lines at loner left. proper number in a 

pre-determined posi- 




poses. The requirement for entering in- 
form. it ion into the printer is merely 
that in each eolumn the particular wire 
corresponding to a number to be 
printed be impressed w^ith a 10 -volt or 
more negative dc voltage. The printer 
is a parallel-input device so that signals 
mu^t be impressed simultaneously in all 
cokmins to be printed. 

The mechanical arrangement of the 
new printer is indicated in I'ig. 3. Th^? 
actual printing is done by a series of I \ 
identical number- faced wheels which 
are mounted on and friction- coupled 
to a common shaft. Fach wheel face 
is divided into 12 segments and each 
wheei is provided with a stationary 12- 
segnient commutator corresponding to 
the wheel face segments- When the 
wheel rotates, a brush synchronized 
with the wheel scans the commutator 
segments. Connections to the individ- 
ual segments are brought out to ex- 
ternally-available terminals, while the 
brush connection h brought to a sens- 
ing circuit. The impedance looking into 
the commutators has been made high 
(1 megohm) to permit the instrument 
to operate from low-power sources such 
as diode matrices. 

Operation of the mechanism occurs 
in the following manner. When a com- 
mand signal is applied to the "Com- 
mand" terminal (Fig. 3), it is amph- 
iield and used to fire a thyratron^ Anode 
current from the thyratron then closes 
a solenoid and activates a clutch that 
couples the print wheel shaft to a 



tion for printing 

This same action has also been oc- 
curring w^ith the other 10 wheels on 
the shaft in accordance with the infor- 
mation entered on their commutators, 
so that by the time the shaft has turned 
nearly one rotation all of the wheels 
.ire locked in whatever position the 
voltages on the wheel commutators 
have dictated. At the end of the shaft 
rotation a print bar automatically 
presses the print paper and an inked rib- 
bon against the number wheels, trans- 
ferring the eleven sets 
of 10- wire code sig- 
nals to printed form. 
The wheel -positioning 
cycle occurs m 160 
milliseconds, while the 
printing cycle occurs 
in 40 milliseconds- The 
total evcle thus occurs 
in 20IJ milliseconds so 
that S print-outs per 
second can be ob- 
tained. 



minimum amplitude or an external con- 
tact closure such as one of the contacts 
on a programmed stepping sw^itch. 
Quite simple contact closures such as 
manually operated momentary -con tact 
toggle switches can also be used. The 
contact closure should connect the 
"Print Command'' terminal (Fig. .^ ) to 
the "Common** terminaL 

EXTERNAL DISABLING 
RELAY 

During the 16U-millijhecond period 
of the scan cycle, the information ap- 
plied to the printer must remain fixed. 
Oftentimes, this requirement will be 
met naturally by the external equip- 
ment but in some cases a special re fay 
included in the printer may be of con- 
venience. The relay has a single-pole 
double-throw contact arrangement 
such that one contact opens and one 
closes when the print comm,ind signal 
is applied to the printer. This condition 
is main tamed until completion of the 
scan cycle. External equipment can 
thus be prevented from changing in- 
formation during this cycle by routing 
a suitable circuit through these con- 
tacts, 

WHEEL SYMBOLS 

Of the twelve positions on each type 
wheel, ten are occupied by numerals 
while the eleventh is provided with an 
asterisk (^) as a general-purpose sym- 
bol. The asterisk can be used for in- 
dicating polarity or for other coding. 
Other symbols such as -|-, — , 12, letters 
of the alphabet, etc,^ can also be sup- 
plied. 
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PRINT COMMAND 

The printer is de- 
signed so that its scan- 
print cycle becomes in- 
itiated on c omma nd , 
thus enabling the 
printer to be con- 
trolled by the externa! 

system, the command ^^^ 4 Typical interconnection arrangefnent for using 
caai be an external neg- printer with digital voltmeter. Printer protidei negatite 
ative signal of H ^■oks voltitge source [qt feeding toitmeter contact closures. 
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Fig* 5i Typii:al ar- 
rangemeul f^r ftreeiing 
one cfdumn of (tr inter 
from lO-eiement d^ta 
derhi'. Printer circuHi 
are floating to permit 
operation from off- 
gronnd sources and 
have higf} input im- 
pedance io thai Uiitrce 
loadfttg is smaiL 



The iwelftfi position on each wheel 
1^ bhtnk so that the wheel will not print 
if not used. All wheels have this posi- 
tion ioternnJly pro^mnimed in such a 
wa)" that only the blank position can 
be obtained unless the wheel commu- 
tator terminals have external connec- 
tions made to them. 

VOLTMETER USE 

Digital voltmeters that operate on 
stepping switch principles usually pro- 
vide their output in the form of con- 
tact closures which are equivalent to 
single^ pole HI -position switches, A 
typical arrangement for operating the 
printer"' with ^uch a voltmeter is shown 
in T'\g. 4. The contact closures corres- 
ponding to each digit of the voltmeter 
readout connect to the appropriate 
number wheel input connections on the 
printer. The printer provides a source 
of dc voltage trom bus *'A'* which is 
connected to the switch rotors on the 
voltmeter. The voltmeter will then feed 
this dc back to the printer through the 
contact closures so that the printer re- 
ceive* a signal on the appropriate wire 
of the 10- line codes* 

Each print -out is initiated either by 
a signal produced by the voltmeter or 
by a special contact closure provided 
in the voltmeter for the pur pose » ^^here 
necesi^ary to insure that the voltmeter 
holds its information for the duration 
of the 16(}-millisecond scan cycle, the 
contacts on the disabling relay in the 
printer can be used in an override cir- 
cuit for the voltmeter. 

The same general setup indicated in 
Fig, 4 can also be used to obtain print- 
outs from such devices as shaft en- 
coders, stepping switches, relay ma- 
trices, mechanical counters with com- 
mutators, etc, 

PRINT-OUTS 

Fig. 2 (first page) demonstrates the 
result of a typical method of program- 

•Isoktcd siDgk-pcik ID-position output systejns 
can fliijf) be usfd tn operate the -hp- Model 560A 
Digital Rehcordtr b>- ccmnettlag tht isolated switch 
contacis inU» a cuitiibte staircase* 



ming the printer. The asterisk and 
blank positions on one wheel can be 
programmed to indicate polarity by 
making the asterisk equal to -f or — 
as desired. Tlie reading can be program- 
med to the next wheels, w^hile range 
information can be printed in a final 
column which is isolated from the %''oit- 
age reading by the space of an unpro- 
grammed column. Multiplexing ar- 
rangements can also be used to obtain 
print -outs of check-out systems, 

OTHER SYSTEMS 

Fig. 5 indicates a typical instance of 
how the printer can be operated with 
other devices of the type that provides 
an output in lO-wire code form. The 
illustration indicates the case of a 
beam -switching tube in which a read- 
out occurs when the formed electron 
beam is directed to a particular target 
electrode out of the group of 10 elec- 
trodes in the tube. The voltage at that 
target will then be lower than it the 
other targets and this reduced voltage 
constitutes the signal that operates the 
printer. Similar source arrangements 
are often used in lO-lamp or IQ-ele- 



ment remote readout units, converters, 
counter type voltmeters, gas-discharge 
indicator tubes, diode matrices* etc. 
The printer circuits are electrically 
floating and can be operated up to 
-•-.lOO volts from chassis to permit 
operation with devices such as beam- 
s witching tubes where the connections 
may be at or near the tube B supply- 
Print command and override ar- 
rangements can usually be obtained 
with these systems in the same general 
manner indicated for digital volt- 
meters, 

MULTIPLE CHANNEL 
PRINT-OUTS 

Thf I 1 -column printing system per- 
mits readouts to be obtained not only 
where large numbers are involved but 
also where two or three channels of 
smaller numbers aie of interest. Volt- 
ages at two or three dificrent points in 
a system, for e sample, can be printed 
as can the output of testing systems 
that measure several variablev, 

Multi -channel printing does tiot re- 
quire that each external channel make 
its measurement simultaneously, but it 
does require that the information from 
each channel be available to the printer 
at the moment that the print com- 
mand signal is applied and tor 16U mil- 
U seconds thereafter to enable the type 
wheels to become positioned. 

LINE SPACING 

The printer includes a control for 
adjusting the line spacing of printing 
for either single or double spacing (6 or 
5 lines per inch). Zero spacing can also 
be selected and is convenient when 
making initial equipment setup ad- 
justments. 



I 



SEPARATE PRINTER MECHANISM 

For tQnf^nience where it ii deifrahie fp 
incofporof^ this printer into other equip- 
meni, the printer mechonrsm rs ttvoHohh 
—; without associafed ^tetffonk ctrcititry and 

cohinst. The me^hanhm {%&& iilustration) 
comisti gI f/ie comphH prinfing a^s^vniify, 
motor f paper jnechonlfm, o!J necessary ioim- 
noids, efc. 

To operate the mechaniim, the externoi 
aqtj'spTTierit mu^f provide fhe power for the 
wheel and clutch soienoidi ai w^U os sens- 
ing orrd switching chzulfry (or applying the 
power. The wheei so^enotd^ tan be pro- 
vided in various ratingi to suit fhem to 
tifhe or transistor sources. 

The tmeihoithm is aiso avatlohie for op- 
er-otlon with iiaircoie toding such a$ ii 
used m the -hp- Modei 560 A DigHai Re- 
corder. See speciTfcofiiorrs on back poge. 
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PRINTER 

(Conthitfed how ftage ?) 

PAPiR TAPE 

The printer uses standard 5 -Inch 
addins^ mciclimc: tiipL^ which is availabk- 
either in stiindard roil form or in an 
accord ion -t aided style. The latter h^s 
been found to be more often preferred 
and ti supply of this style is provided. 
A drawer at the front of the inscru- 
ment can be extended to receive the 
tape as it is printed* 

-Ed A. Hilton 



SPECIFICATIONS 

-hp- 

MODIL 5d1A 

DIGtTAi RECORDER 

ColuifMX copacffy: 11 columns Ml digil& p^t 
Wtie). 

Ptinf foi^t 5 lin^s p&f second or 33^DC characfers 
per mirtutit maximum^ 

NiirMbsr wheeh: T2 pDsittons having numerals. 
through 9^ an ostertsk, ond d blank. Other 
symbols are avdlEobJe on ip^ciol atdef. 

fn^or matron mntry. Thrdtrgh individual wSreSi 
one for each> p&siHon of each 'wvheeV bi^oughl 
fo femole connector. 

Driving lOurre: Stepping Switched, Relays, 
Rpnm Rwttrhinn Tubes rantart cla^uT^ or 
--10 to — 100 tiolft fonnet^e'd lo appropriate 
numb-er wir^. Opu^ral&s from TO- wire coded 
sy&tems^ 

PHnt comJTiond; An externol coniczci closuisj 
er a negative pulse 15 volt* pe^ak or mofe^ 
10 mkro^econd minimum widtK, McmuaMy 
controilcfble' by □ momentary contoct toggle 
switch. Print commonds during ston and 
print oction have no efFect. 

Paper r«-qufred: Standard 3 Inch roll or folded 
paper tape. 

Line ^pacringr Single or Double, automatic 
paper advance. 

Powef^ 60 cps, 115 ^lOV or 230 -20V os 
specified. 50 cps operation availoble on 
specie I ordef. 

Dimert^rgini- Cabinet Mount: 2OV3" wide, 12^/^" 
high, IBV2" deep. Rack Mount: 19" w'niei 
70" higk 16Vj" deep behind panel, Re- 
quTred rack depth is 19 inches. 

Wmight: Cabinet MourtPi Net 35 lbs.; Rack 
Mounts Net 30 lbs, 

AccesforpEM avrnfabie: 1052-24 folded Pcper 
Tope 51 00 packflt^ 120.00 24 packet carton. 

Price-' -fip- M&del 561 A Digitol Recorder, in 
quantities of 1 fo 9, Cabinet Mount: S975.00, 
Rack Mount T $960.00 

fn quantities of 10 to 24, Cobinet Mount: 
S92i-00, Rack Mount: S9 10.00. 



PRINTER MECHANISMS 

lO'wire code mechanism ^rom -hp- 5£ilA; 
$600,00; Stoircase code mechanism from 
^hp. 560 A: S60O,00- 

Quantity prices on request, 

Prices f.o*b. Polo Alto, California 

Doto subject to change without notice 




A CURRENT-LIMITING REGULATED POWER SUPPLY 
FOR TRANSISTOR WORK 



A new regulated power supply has 
been designed for powering low- voltage 
circuits ^iich as those using transi^jcors. 
For transistor work the supply has been 
designed so that its output current 
cannot exceed any one of four select- 
able valueSj even under shorted -termi- 
nal conditions^ thus giving considerable 
protection against accidental overload 
of valuable components under te^t. The 
supply itself is also fully transistorized, 
and this current-limiting feature fuljy 
protects the internal circuits as well. 

The supply provides voltages which 
are adjustable from lo 30 vdc at rated 
currents up to HU ma. Either voltage 
or current can be monitored by a di- 
rect-reading panel meter which is ar- 
ranged to have full-scale values of 10 
and 3 (J volts and 10, 30» 100, and 
500 ma. 1-or circuit protection a panel 
switch sets the maximum available cur- 
rent at 2 J, JO, 100. or 225 ma. The 
output terminals are floating and either 
side can be grounded as a convenience 
in using various transistor configura- 
tions. The output can also be con- 
nected in scries with other supplies up 
to 400 volts from ground potential. 

Electrical performance of the supply 
is nicely suited to transistor work. Reg- 
ulation at any voltage setting is within 
0.3% or 30 mv for a current change 
from no current to full rated current 
(HO ma). Line voltage changes of 
zt 1 0% from 1 1 S volts cause less than 
0.3% or IS mv change in output volt- 
age- Ripple and noise are at a very low^ 
value— les5j than HO microvolts rms — 
so that the supply is useful with low- 
level circuitry. 

Typical output impedance of the 
supply is indicated in Fig. 2. The im- 
pedance appears as bss than a 0.2- ohm 
resistance in series with something less 
than 30 microhenries. At high frequen- 
cies the source impedance becomes that 
of a 0, 1-mf capacitor connected inter- 
nally across the output terminals. The 



Fig. 1. -hp- Model ^2iA pow^r s ftp ply 
provider lo iO rdi: at currents up tn 1 50 
ftuf. Maximum current aimlitbie can he 
S€t by panel suite h to minirmze t/ccidenttd 
overloading of seasiiive extern at ctnt/its. 

output resistance shown in Fig, 2 as- 
sumes that the meter is switched to the 
voltage position, as do the reguLuion 
Jigures cited earlier, 

Physic.il size is worthy of mention 
since the supply requires less bench 
area (7" wide x 5.2" deep) than a 
conventional textbook and is but 4,3'^ 
high. Similarly, weight is only 4 
pounds. Rubber feet are provided on 
bottom and back sides to enable it to 
be used with the panel either vertically 
or horizontally positioned. Units can 
also be stacked if desired. 

—Donald F, Scbtdz 
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F I? E Q u E H c "I 
Fig, 2. Typical source impedauct of 
Model 72 J A power supply. 



SPECmCATfONS 

MODEL 721A 
POWER SUPPLY 

Rs'gtrfated output vo/tagc: to 30 volts dc^ 

continuous!/ variable. 
Majdimum (ood current.' 150 mo for volict^e 

regulation; maximum available current, ap^ 

projc. 225 ma. 
Lood r^^uiaVinti: With the meier monitoi'Tng 

voUagc, the chonge In output voltoge frorn 

no load to fult load is less ihon 0-3% or 

30 mv whichever is greater. 
iin» rp^guffa^'on: Chonge in output voltage for 

a change from nominal line voltage of 

iLlO% i& less thao ir03% Of ±1Smv 

whichever ii greoter. 
Rjpple drtd Jioiser Less than 150mv rms. 
Ouipui impedonre.'^ \.^%% than 0-2 ohm in series 

wlih less ihon 30j,^h, 
Meter ranges^ Full scale indications of: 10 mo, 

30 mo, 100 mo, 300 ma, 10 v, and 30 v. 
QveriToad pro^'eci^ion: Mojtimum {:urrent saleded 

by switch in four steps^ 25 mo. 50 mo, 100 

ma, 225 ma. 
Oufpuf ^ermlnisH; Three banano jocks spaced 

^^" optort. Fotitive end negative terminals 

ore isolated from chassis. A maximum of 400 

volts may be connected between ground and 

either output lerminoh 
Power.^ ns 230 volts rlO^b, 50 to 60 cps, 

16 wafts. 
Wi.rgh^' Net 4 lbs , Shipping 7 lbs 
DifTierr^ion*: 7" wide, 4^^^' Hsghp 514" deep. 
Prfce: -hp- Model 721 A Power Supply $145.00, 

^.o^b. Polo Alto, California. 
Ddfo iwbjtct to change wit-hout notice:. 
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